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Abstract Colorectal endoscopy is important for the
early detection and treatment of colorectal cancer and
is used worldwide. A computer-aided diagnosis (CAD)
system that provides an objective measure to endo-
scopists during colorectal endoscopic examinations would
be of great value. In this study, we describe a newly de-
veloped CAD system that provides real-time objective
measures. Our system captures the video stream from
an endoscopic system and transfers it to a desktop com-
puter. The captured video stream is then classified by
a pretrained classifier and the results are displayed on
a monitor. The experimental results show that our de-
veloped system works efficiently in actual endoscopic
examinations and is medically significant.
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Introduction
Endoscopic examinations for colorectal cancer, called
colorectal endoscopies or colonoscopies, are used for the
detection and diagnosis of early-stage colorectal cancer.
During an endoscopic examination of the colon, endo-
scopists observe a video stream of the tumor, which is
captured by the charge-coupled device (CCD) of an en-
doscope and is displayed on a monitor, to determine
whether treatment and resection of the tumor are nec-
essary [1]. Owing to the recent development of zoom-
videoendoscopes with large magnification factors (up
to 100), the endoscopists can visually inspect tumors
in great detail. A chromoendoscopy may take a long
time because of the cost of spraying and vacuuming dif-
ferent dyes to enhance the microvessel patterns of the
mucosal surface. Narrow-band imaging (NBI) systems
[2,3,4] have been used to shorten the duration of the
endoscopic examination. Using two light sources whose
different wavelengths are absorbed by the hemoglobin
in the blood vessels, NBI provides enhanced images of
microvessel structures. To use images of the microvessel
patterns of colon tumors taken by NBI zoom-endoscopes
for visual inspection, an NBI magnification findings [5,
6] was proposed by the Hiroshima University Hospital,
which categorizes tumors into types A, B, and C, with
type C further sub-classified into types C1, C2, and
C3 on the basis of the enhanced micro-vessel structures
(see Figure 1).
However, the intraobserver/interobserver variability
[5,7,8] shows that a diagnosis made by visual inspection
on the basis of the NBI magnification findings could be
subjective and the accuracy of the diagnosis depends on
the experience of the endoscopist. Therefore, developing
a computer-aided diagnosis (CAD) system to support
visual inspections would be beneficial and would pro-
vide an objective measure of the status of colon tumors
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Microvessels are not observed or extremely opaque.
Fine microvessels are observed around pits, and clear 
pits can be observed via the nest of microvessels.
Microvessels comprise an irregular network, pits 
observed via the microvessels are slightly non-distinct, 
and vessel diameter or distribution is homogeneous.
Microvessels comprise an irregular network, pits 
observed via the microvessels are irregular, and vessel 
diameter or distribution is heterogeneous.
Pits via the microvessels are invisible, irregular vessel 
diameter is thick, or the vessel distribution is 
heterogeneous, and a vascular areas are observed.
Fig. 1 NBI magnification findings [6].
in each video frames of the videoendoscope. Such a sys-
tem could make the diagnosis more objective and skill-
independent. From the viewpoint of supporting endo-
scopists, providing such a real-time objective measure
during the examination as opposed to after the exami-
nation would be beneficial [1] because endoscopists can
use it to diagnose the condition of the tumor during
examinations.
One possible and promising method to achieve this
goal is to get a part of each video frame classified by
a pretrained classifier and to show the classification re-
sults on a monitor during each video frame. Our previ-
ous prototype CAD system [9] used the bag-of-visual
words (BoVW) framework [10,11,12] with a densely
sampled scale-invariant feature transform (SIFT) [13,
14,15,16,17], hierarchical k-means clustering [18], and
a support vector machine (SVM) classifier [19,20,21,
22]. This system is offline and classifies image patches
trimmed from NBI endoscopic video frames into two
or three categories. On the basis of the NBI magnifica-
tion findings, image patches are classified into type A
(corresponding to non-neoplastic lesions) or other types
(neoplastic lesions) for a two-category classification or
into type A, B, or C3 for a three-category classification.
Several studies [23,24,25] have extended this CAD sys-
tem to accommodate video frames from the NBI zoom-
videoendoscope, with the system classifying a part of
each endoscopic video frame. As an objective measure
of the status of the tumor, classification probabilities
are computed for each frame. However, these extensions
have only been applied to offline videos (i.e., reading a
stored movie file and processing each video frame) and
have not yet been used or validated in actual clinical
examinations.
In this study, we describe a newly developed CAD
system that provides a real-time objective measure to
endoscopists during examinations. Our system captures
the online video stream from a videoendoscope via a
video capture board-equipped desktop computer, con-
verts the video format, and classifies each frame using
a pretrained patch-based classifier [9]. Finally, the ob-
tained classification results are displayed on a monitor.
In the next section, we describe the CAD system design
that enables the system to be mobile and compatible
with different endoscopic systems in a hospital, the soft-
ware part of the system, and the patch-based-classifier.
We have specified the following three requirements that
the developed CAD system must satisfy: mobility, high
frame rate, and medical significance. Experimental re-
sults show that our system has a mobility and a suffi-
ciently fast processing speed. In terms of medical sig-
nificance, a requirement for the accuracy of the real-
time assessment by endoscopists has been provided by
a medical society [26], which is discussed in the Results
and Discussion section. Following six months of clini-
cal case studies of the developed CAD system in actual
endoscopic examinations at the Hiroshima University
Hospital, we showed that it is our system allows nonex-
pert endoscopists to diagnose with sufficient accuracy
needed to meet the specified requirements.
Materials and Methods
Design of the video stream capturing system
Herein, we describe the system design of the developed
CAD system. There are two requirements the system
needs to meet. First, we cannot modify the current
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Fig. 2 An illustration of the system configuration of the endoscopic system (Olympus EVIS LUCERA) and our developed
CAD system (gray shaded area).
configurations of the endoscopic systems that are regu-
larly used in the hospital for our developed system and
experiments. In this study, we used two different en-
doscopic systems: Olympus EVIS LUCERA (Figure 2)
and Olympus EVIS LUCERA ELITE (Figure 3). These
endoscopic systems have been configured and adjusted
for regular examinations. Changing the configuration,
e.g., switching the cables to intercept video streams,
could cause the actual clinical flow between the en-
doscopy and the storage for medical data to stop. Sec-
ond, the developed system must be able to deal with
the two different endoscopic systems. In general, there
are different endoscopic devices of different generations
and types in different hospitals or even in a single hos-
pital; hence, the developed system should have good
mobility within the hospital. Keeping this in mind, we
designed our system to capture the video stream from
the videoendoscopes in such a way that simply attach-
ing or detaching the connector for the video branch
would be sufficient for operation.
The structure of the developed CAD system for
one of the endoscope systems (Olympus Optical Co,
Ltd; EVIS LUCERA) is shown in Figure 2. The video
stream captured by a colonovideoscope (Olympus Opti-
cal Co, Ltd; CF-H260AZL/I) with a xenon light source
(Olympus Optical Co, Ltd; CLV-260SL) is sent to the
video system center (Olympus Optical Co, Ltd; CV-
260SL) to be processed. The processed stream is trans-
ferred to a digital versatile disc (DVD)- random access
memory (RAM) recorder (Olympus Optical Co, Ltd;
EICP-D HDTV) and is then passed to the second mon-
itor (Olympus Optical Co, Ltd; OEV261H). The ana-
log (RGB) video stream from the DVD-RAM recorder
is displayed on the second monitor.
To capture the video stream for our system, we used
the bypassed video stream from the second monitor. Be-
cause the video stream is analog in all the connections
of this endoscopic system, we needed to convert it to
a digital video stream using a multiformat video con-
verter (XC1 co; Digital Arts Inc.); this conversion de-
grades the image quality. We then split the converted
digital video stream by inserting a distribution amplifier
(VM-4HDxl; Kramer Electronics Ltd.) and transferred
it to a desktop computer (Intel Core i7-4770 3.4 GHz
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Fig. 3 An illustration of the system configuration of the endoscopic system (Olympus EVIS LUCERA ELITE) and our
developed CAD system (gray shaded area).
CPU with 16 GB memory, Microsoft Windows 7 Home
Premium SP1 64bit) equipped with a peripheral com-
ponent interconnect (PCI) express video capture card
(DeckLink SDI; Blackmagic Design Pty. Ltd.).
Figure 3 shows the structure of the developed CAD
system for another endoscope system (Olympus Op-
tical Co, Ltd; EVIS LUCERA ELITE) comprising a
colonovideoscope (Olympus Optical Co, Ltd; CF-HQ290
ZL/I), a xenon light source (Olympus Optical Co, Ltd;
CLV-290SL), a video system center (Olympus Optical
Co, Ltd; CV-290), a recorder (Olympus Optical Co,
Ltd; IMH-20), and monitors (Olympus Optical Co, Ltd;
OEV261H).
Similar to the first system, which is shown in Figure
2, the video stream bypassed at the monitor is branched
by the video distribution amplifier and is then trans-
ferred into the PCI express video capture card on the
desktop computer. Note that a video converter is not
required because the video stream is digital in all the
connections of this endoscopic system.
At the end of the flow in the developed CAD sys-
tem, the video stream is captured using the software
development kit (SDK) of the capture card (DeckLink
SDK 10.0; Blackmagic Design Pty. Ltd.). Then, the
video frame is converted from YUV422 format to RGB
format and is stored using an image-processing library
(OpenCV 3.0 developer version; OpenCV.org) [27]. This
color conversion is necessary because the digital video
stream is usually represented in YUV color space whereas
the software usually uses RGB color space for image
processing. After the color conversion, the converted
RGB video frame is passed to the patch-based classifier
to compute the results. This is described in the follow-
ing subsection.
Endoscopic video frame classification system
An overview of the online classification of the video
frames is shown in Figure 4. The region-of-interest (ROI)
is set to a rectangular patch at the center of the frame of
the videoendoscope (a white rectangle inside the video
frame in the upper right of Figure 4). Then, densely
sampled SIFT descriptors [13,14,15,16,17] computed
on a regular grid of 5 pixels with two different scales (5
and 7 pixels) are extracted in the ROI. The extracted
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Fig. 4 Overview of video frame classification [9].
SIFT descriptors are represented as a histogram of the
visual words (representative SIFT features) computed
by hierarchical k-means clustering [18]. Each bin of this
histogram is linearly scaled with a fixed factor (deter-
mined at the training phase; see below) because the
scaling is well-known to affect the classification per-
formance. This histogram feature (usually called the
BoVW histogram feature) is then classified by a pre-
trained linear SVM classifier [19,20,21,22] to obtain the
classification probabilities for each category. These re-
sults (probabilities) are finally displayed on a monitor
by superimposing the results onto the captured video
frame. In this implementation, we used VLFeat 0.9.18
[28] for extracting the SIFT descriptors and for hierar-
chical k-means clustering, and LIBSVM 2.91 [29] for the
linear SVM classifier. This online classification was de-
veloped under an integrated development environment
(IDE; Visual Studio 2012; Microsoft Corp.) and written
in C++.
To train the SVM classifier, we collected training
samples as follows. A still image of a video frame was
trimmed (see Figure 5) by endoscopists into a rectangu-
lar patch that contained typical microvessel structures.
Then, labels were assigned to the image patches by en-
doscopists. Currently, we have a dataset of 2247 NBI
image patches (Type A: 504, Type B: 847, Type C1:
257, Type C2: 57, and Type C3: 582) for two- or three-
category classifications. Note that all these trimmed im-
ages were collected and all experiments of this current
study were performed at the Hiroshima University Hos-
Fig. 5 Training sample construction by trimming a rectangle
(right) from an NBI videoendoscope image (left).
pital. The guidelines of the Hiroshima University ethics
committee were followed, and informed consent was ob-
tained from the patients and their families.
The classifier-training phase was conducted offline
before the online classification. We trained a linear SVM
classifier using the training samples mentioned above,
and all the necessary parameters of the SVM classifier
were stored in a file. During the online classification
phase, this file was loaded and used for the SVM clas-
sification (therefore, we call it a pretrained classifier).
We used the same procedure to compute the BoVW
histogram feature in both the training and online clas-
sification phases. First, densely sampled SIFT descrip-
tors were extracted from the training samples and the
BoVW histogram features were constructed. Each bin
of the histogram was scaled linearly so that the range of
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Fig. 6 The endoscopic system and the developed system.
values of the bin was [−1,1] throughout for the train-
ing samples; we then stored the scaling factor. Sub-
sequently, a linear SVM was trained with the BoVW
histogram features of the training samples for different
values of the penalty parameter using a 5-fold cross vali-
dation. The values that gave the best performance were
selected and stored. Readers interested in the details of
the classification and training scheme can refer to Ref.
[9]. This training phase was implemented on a different
desktop computer (Intel Xeon CPU E5-2620 with 128
GB memory, Ubuntu 14.04LTS; Canonical Ltd.) with
several different codes written in C++ using the same
libraries as the ones used in online classification. These
codes were integrated with Bash and Perl 5.18 scripts
for parallel processing.
possible problem that might arise if our system is
continuously used for several years is the discrepancy
between the training samples and test samples due to
a difference in the endoscopic devices. University hos-
pitals are likely to replace endoscopic devices after a
specific period of time. In that case, we need to collect
as many training samples as possible for the new device
to obtain acceptable classification results by training
classifiers with the newly collected samples. However,
it is impractical to collect a large number of training
samples in a short period of time for each endoscope.
To overcome this problem, we use a transfer learning-
based learning approach proposed by Sonoyama et al.
[30,31] that trains a classifier with samples of the new
endoscope by reusing (or transferring) the training sam-
ples from the old one. This enables us to maintain the
classification performance without recollecting training
samples when switching our system to a new endoscope.
Results and Discussion
A snapshot of the endoscopic system and the developed
CAD system is shown in Figure 6. The developed sys-
tem consists of a desktop computer, a monitor, a key-
board, and a mouse arranged in a single mobile rack.
The use of the PCI video capture card makes the sys-
tem look slightly large; however, it is not difficult to
move the rack from one endoscope to another. To make
it smaller, we could develop a system on a laptop com-
puter using a small video-capture device (e.g., the Ul-
traStudio Mini Recorder for Thunderbolt; Blackmagic
Design Pty. Ltd.). In addition, we are currently devel-
oping a hardware implementation of the online classifi-
cation and displaying system on a field-programmable
gate array (FPGA), which is an integrated circuit de-
signed to be configured by a customer or a designer after
manufacturing [32]. This will allow the manufacturing
of a pocket-sized device that receives digital video sig-
nals, classifies video frames, and directly outputs the
results to the monitor without using desktop or laptop
computers.
Figure 7 shows sample screen shots of a monitor dis-
playing the results of the developed CAD system. The
size of the captured video frame in which the endoscopic
video stream is displayed is full HD (1980 × 1080 pix-
els). In each video frame, an ROI patch of 200 × 200
pixels (shown as white squares in Figure 7) at the center
of the endoscopic video stream is trimmed and classi-
fied by the pretrained SVM classifier. The classification
result is shown on the left side of the endoscopic video
frame. In Figure 7(a), the result of the three-category
classification for this video frame is shown as type B,
which is the category label given by the classifier, fol-
lowed by the three probabilities of each category: 1.1%
for type A, 98.9% for type B, and no probability for
type C. Therefore, our system provides an objective
measure indicating that this frame is type B with 98%
confidence, while it may be type A with probability
of 1.1%. In Figure 7(b), the result of the two-category
classification (type A or not) is shown as type B (which
means not type A) with a probability of 98.8%, and
there is still a probability of 1.2% that this frame is
type A.
The current system processes frame by frame; there-
fore, the probability results displayed on the monitor
could become too unstable for endoscopists to deter-
mine the system output. This could be because of the
incorrect classification results resulting from motion blur,
out of focus images, or color bleeding. To make the clas-
sification results stable, we proposed the following two
methods: a stable labeling method that could suppress
frequent label changes [23] and a smoothing method
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Fig. 7 Screen shots of the developed video frame classifica-
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Fig. 8 Computational cost per frame.
that smoothens the probabilistic curves [24,25]. These
methods will be included in our system in future.
The throughput of the developed system and the en-
doscopic video stream are approximately about 20 fps
(approximately 50 ms per frame) [33] and 30 fps, respec-
tively. Figure 8 shows the relative computational cost
per frame. We can see that the SIFT feature extraction
and the color conversion from YUV422 to RGB require
the bulk of the computation time. Further optimization
of these processes needs to be done to achieve a better
system throughput of up to 30fps. This is also our fu-
ture work. However, the current throughput of 20 fps
is high enough for normal clinical use. Note that, there
is a tradeoff between the ROI rectangle size, classifica-
tion performance, and processing time. If the ROI size is
too small, the classification performance would decrease
because of the insufficient number of SIFT features be-
ing extracted. However, classifying ROIs of larger sizes
makes the classification results reliable even though the
processing time increases. The current ROI size of 200
× 200 pixels is an acceptable compromise for the cur-
rent result.
Apart from the abovementioned engineering aspect
of the developed CAD system described above, the med-
ical significance of our system is also important. Herein,
we refer to statements concerning the real-time endo-
scopic assessment of the histology of diminutive (5 mm)
colorectal polyps published by the Preservation and In-
corporation of Valuable Endoscopic Innovations (PIVI)
committee of the American Society for Gastrointesti-
nal Endoscopy [26]. One of the two PIVI recommen-
dations states, in order for a technology to be used to
guide the decision to leave suspected rectosigmoid hy-
perplastic polyps 5 mm in size in place (without re-
section), the technology should provide 90% negative
predictive value ... for adenomatous histology [26]. In
other words, in the context of our system, more than
90% of lesions diagnosed as type A by community endo-
scopists using our CAD system should histologically be
non- neoplastic lesions. On the basis of this recommen-
dation, our developed system was introduced in actual
endoscopic examinations in the hospital and was evalu-
ated for its medical significance. Details can be found in
Kominami et al. [33]; however, we highlight their results
here. These clinical case studies were conducted for six
months (between October 2014 and March 2015). En-
doscopists used our developed system to classify video
frames of colon tumors into two categories, i.e., type
A (non-neoplastic lesions) or types B and C3 (neoplas-
tic lesions). Classification probabilities obtained from
our developed system were evaluated in concordance
with the two diagnostic results: endoscopic and histo-
logical diagnoses. For the concordance with the endo-
scopic diagnosis, the concordance rate was 96.6% with
a kappa static value of 0.93 and a 95% confidence in-
terval of 0.89–1.00. For the concordance with histology,
Kominami et al. performed the MannWhitney U test
and obtained an accuracy of 93.2% (sensitivity: 93.0%,
specificity: 93.3%, positive predictive value: 93.0%, and
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negative predictive value: 93.3%). Thus, these results
show that nonexpert endoscopists were able to diag-
nose colon tumors with an accuracy sufficient to satisfy
the PIVI requirement using our system.
While the endoscopists concluded that our CAD
system may satisfy the PIVI recommendations, they
also said that further development of our real-time im-
age recognition system ... and additional studies aimed
at assessing whether community endoscopists may suc-
cessfully meet both PIVI thresholds are needed [33].
The motivation to publish the current paper on the
system development arises from the necessity to further
develop the system for clinical studies. It has been re-
ported [34,35,36] that the performance of endoscopists
is sufficient to achieve the PIVI requirement but only
with a prior training module. These reports highlight
the importance of the studies on the performance of
non-expert endoscopists in actual clinical examinations
[36], and on the necessity of training for maintaining the
endoscopists performance [34,36]. We believe that the
our CAD system will be useful in future clinical studies
and in training and assessing the skills of endoscopists.
Conclusions
We developed a real-time colorectal tumor classification
system that provides a real-time objective measure of
the status of colon tumors to endoscopists during ex-
aminations. This system was built in such a way that
no modifications to the actual endoscopic systems be-
ing used in hospitals are necessary. A six-month- long
clinical case study using the developed system for actual
endoscopic examinations demonstrated that our system
is mobile in the hospital, a processing speed of 20 fps is
sufficient for examinations, and the system is medically
significant from the viewpoint of the PIVI recommenda-
tions. Our future work will include making the system
faster, more compact, and more user-friendly so that
the system could be used by community endoscopists.
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